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Oxygen 

 The most widely used drug for the treatment of 
respiratory insufficiency. 

 It is primarily aimed to avoid the harmful effects of 
hypoxia on the central nervous system and other organs.  

 In newborns and preterm infants is even needed to avoid 
hyperoxia: 
 immaturity of the lungs; 
 immaturity of the antioxidant system; 
 demonstrated relation to Bronchopulmonary Dysplasia (BPD)1, 

Retinopathy of Prematurity (ROP)2 and Oxidative Stress3.  

1. Saugstad OD.  Biol Neonatol 1998;87:819-24. 
2. Avery G, et al.  Clin Perinatol 1988;15:917-28. 
3. Bonta VW,  et al.  Pediatr Res 1977;11:754-757. 
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How to choose the right Sat.O2 ?   

 The relationship between fractional oxygen saturation 
measured with a pulse oximeter and arterial partial pressure 
of oxygen (pO2) in mmHg and kPa. 

Tin W, et al.  Arch Dis Child Fetal Neonatal Ed 2007;92:F143 

ROP occurred more 
often when the 
transcutaneous 
reading reached or 
exceeded 80 mmHg 
(10.7 kPa) in the first 
4 weeks of life 
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O2 in Delivery Room 

Kapadia VS, et al. Pediatrics 2013;132;e1488 

Population: 24-34 weeks GA resuscitated in DR 
Intervention:  Low O2 start with room air 
 
Control: High O2 start with FiO2 100% 
then target to SpO2 84-95% 
 
Outcome: Total hydroperoxide, biological 
antioxidant potential, oxidative balance ratio; DR 
intervention, respiratory support, short term 
morbidities 
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 CONCLUSIONS: Low O2 is feasible and results in less oxygen 
exposure, lower oxidative stress, and decreased respiratory 
morbidities and thus is a reasonable alternative for 
resuscitation of preterm neonates in the delivery room. 

Total  
hydroperoxide 

Biological 
antioxidant 
potential 

Oxidative 
balance ratio 



Migliori C. - ITALY 

O2 in acute phase 

 In preterm babies receiving oxygen the saturation target 
should be between 90-95% (B) 

 After giving surfactant a hyperoxic peak should be avoided by 
rapid reduction in FiO2 (C) 

 Fluctuation in SatO2 should be avoided in the postnatal period 
(C) 
 

Sweet DG, et al. Neonatology 2013; 103:353 
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O2 during routinary care  

 In preterm infants, we must carefully monitor Oxygen 
saturations and keep these at less than 94% to prevent adverse 
pulmonary consequences such as BPD and to prevent ROP. 

 Nevertheless we must prevent desaturations below 80-85% to 
prevent adverse consequences to the brain such as cerebral 
palsy. 
 



Migliori C. - ITALY 

Neonatology 2013;104:265 
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It is probably safe 
(to current knowledge) 

Saugstad O.  Neonatology 2014;105:55 
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One of the problems is … 

 CONCLUSION: Success with maintaining the intended pulse oximeter saturation range varied 
substantially among centers, among patients within centers, and for individual patients over time. 
Most noncompliance was above the intended range. Methods for improving compliance and the 
effect of improved compliance on neonatal outcomes require additional research. 

Data of oximeter have been recorded for 72 hours per week, for 4 weeks 
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… most recently 

Many of the 
subjects in these 
studies were well 
outside the 
intended SatO2 
target ranges, in 
fact most for the 
lower one . 

Darlow BA, et al. J Ped 2014; 165:30 
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A potential cause 

 The proportion of time with SpO2 
within the target range declined 
from 38% to 15% with a 1:1 
compared to a 1:3 or lower 
nurse:infant ratio. 

 Fewer patients per nurse may be 
associated with improved 
achievement of oxygen saturation 
goals and may be an important 
modifiable factor influencing 
oxygen-related outcomes in 
premature newborns. 

Sink DW, et al.  Arch Dis Child Fetal Neonatal Ed 2011;96:F93 
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A possible solution 

A closed loop FiO2 system 
 
 
 

 The term “closed loop” means a control system with an active 
feedback loop 

 “closed loop FiO2” consist of a microprocessor-based device 
designed to control oxygen saturation by adjusting the inspired 
air-oxygen mixture delivered by a mechanical blender1 

 The first studies on closed loop control of FiO2 have been 
developed since the 70s2 

1. Morozof PE, et al. Biomed Instrum Technol 1992;26:117 
2. Beddis IR, et al.  Arch Dis Child 1979;54:278 
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Automated adjustment of O2 

 The user sets a target SpO2, which the controller attempts to maintain. 
 FiO2 is reduced when SpO2 exceeds the target range or increased when 

SpO2 declines below the range. 
 Alarms are actuated if the patient's SpO2 is outside predefined limits, and 

the delivered percentages of FiO2 are adjusted by air-oxygen blender. 

SpO2 value 
reported by 

pulseOx 
SpO2 target 

control 
algorithm  

+/- 
O2 

New FiO2 
value 

cross-check on SpO2 expected and reported 
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Where can we find an automatic system 
for the FiO2 regulation ? 

 The only “closed loop FiO2” control systems actually 
commercially available (UE      ) is the CLiO2™ present on 
the AVEA mechanical ventilator (Carefusion, Yorba Linda, 
CA, USA). 

CLiO2 = Closed Loop inspired Oxygen 
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How does it work 

High SpO2   

Low SpO2 
1 

FiO2 

By courtesy of 
Carefusion™ 
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How does it work 
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Low SpO2 
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FiO2 

By courtesy of 
Carefusion™ 
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How does it work 

High SpO2   

Low SpO2 
1 2 

FiO2 

By courtesy of 
Carefusion™ 
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How does it work 

High SpO2   

Low SpO2 
1 

FiO2 

2 

FiO2 

By courtesy of 
Carefusion™ 
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How does it work 

High SpO2   

Low SpO2 

N.B.:  Alarms do not “desapear” but are customizable by the user 

1 

FiO2 

FiO2 FiO2 

2 

FiO2 

3 

FiO2 

By courtesy of 
Carefusion™ 
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Pulse oximeter 

 The data of arterial oxygen saturation and pulse rate are 
acquired, processed, and reported by Masimo Signal 
Extraction Technology «MasimoSET™» (Masimo 
Corporation, Irvine, CA, USA). 

 Masimo SET’s unique patented approach employs five 
algorithms, working in parallel, to ensure continuous, 
accurate SpO2 measurement, even under the most 
challenging conditions. 
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The first "test" on ELBW 

 Population: 14 ELBW (weight = 712 ± 142 g; GA = 25 ± 1.6 w) 
 Ventilation mode: SIMV 
 Study protocol: evaluation of 2 hours with automatic FiO2 control, 

and 2 hours with FiO2 adjustments by a nurse. 
 CONCLUSION: Automatic FiO2 control was at least as effective as a 

fully dedicated nurse in maintaining SpO2 within the target range, 
and it may be more effective than a nurse working under routine 
condition. 

Claure  N, et al. Pediatrics 2001;107:1120 

Many 
thanks! 
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 Population: 16 ELBW (weight = 678±144 g; GA = 24.9±1.4 w) 
 Age: 33±15 days with frequent hypoxia episodes 
 Study protocol: 2 study period of 4 hrs each, automatic vs routinely FiO2 

control; SpO2 target range was 88-95% 

SpO2 < 88% SpO2 88-95% 

Routine Routine Automated Routine Automated 

SpO2 > 95% 

Automated 

*:p<0.05 by paired t-test 
* * 
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Mean SpO2 and FiO2 during 4 hours of observation 

Results 

Claure  N, et al. J Ped 2009;155:640 

FiO2 

* * 

SpO2 

Routine Automated Routine Automated 

*:p<0.05 by paired t-test 
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% time out of intended SpO2 ranges  

Results 

Claure  N, et al. J Ped 2009;155:640 

SpO2 < 70% SpO2 ≥ 98% 

* 

Routine Automated Routine Automated 

* 

*:p<0.05 by paired t-test 
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… and finally 

Claure  N, et al. J Ped 2009;155:640 

Prolonged exposure to high FiO2 % 
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Conclusions 

 Oxygen is the widely used drug for the treatment of neonatal 
respiratory insufficiency. 

 To reduce its side effects, it is required monitor Oxygen saturations  
carefully, maintain Sat.O2 within the target range, and avoid Sat.O2 
fluctuation. 

 Automatic FiO2 control improves maintenance of SpO2 within the 
target range; reduces the SpO2 fluctuations and the time in severe 
hypoxemia or hyperoxemia in comparison with the manual control. 

 Automatic FiO2 control could allow reduce the staff workload, 
consenting a more efficient use of nursing time for  other tasks. 

 The goals of the future studies will be assess whether optimization 
of pulseoximetry will help to reduce the side effects of the oxygen, 
improving the outcome for these high risk patients.  
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